CORRIGENDUM - 1

Sub: Tender for “Schlieren Imaging System”

Tender ID: 2021_IITKG_657041_1

Enquiry No: IIT/SRIC/AE/IRM/AG/21 22/EQ 1, Dated: 11-11-2021

With reference to the above, the one item in the Technical specification for submission of tender stands revised as detailed below-

<table>
<thead>
<tr>
<th>As given in uploaded tender</th>
<th>Is being revised to</th>
</tr>
</thead>
<tbody>
<tr>
<td>Section V-&gt; Detailed Technical Specifications -&gt; (f) Variable Area Aperture (Quantity 2) Minimum aperture area = 0.25 mm</td>
<td>Section V-&gt;Detailed Technical Specifications-&gt; (f) Variable Area Aperture (Quantity 2) Minimum aperture area = 0.8 mm</td>
</tr>
</tbody>
</table>

- All others specifications, terms and conditions of the tender will remain the same.

Dr. Amardip Ghosh
P.I., IRM Project